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FOREWORD 


This Indian Standard (Fourth Revision) was adopted by the Bureau of Indian Standards after the draft finalized 
by the Methods of Sampling and Test for Petroleum, its Products, Gaseous Fuels and Lubricants Sectional 
Committee had been approved by the Petroleum, Coal and Related Products Division Council. 


This standard was first published in 1964 and subsequently revised in 1968, 1984 and 2008. The Committee in 
2008 adopted ISO 6245 as IS 1448 (Part 4/Sec 1) : 2008/ISO 6245 : 2001 “Methods of test for petroleum and its 
products: Part 4/Section 1 Determination of ash. However, ISO 6245 covers only method A of IS 1448 (Part 4). 
As the Committee felt that all the four methods were needed, IS 1448 (Part 4) was divided in to two sections as 
follows: 


a) IS 1448 (Part 4/Sec 1) : 2008/ISO 6245 : 2001 Methods of test for petroleum and its products: 
Part 4/Section 1 Determination of ash 

b) IS 1448 (Part 4/Sec 2) : 2014 Methods of test for petroleum and its products: Part 4/Section 2 
Ash from grease, sulphated ash and water soluble ash 


While reviewing the standard, the Committee felt that both the sections of Part 4 need to be similar and decided 
to revise them. In this fourth revision new clauses on significance and use; and quality control are included. The 
standard is a modified ISO 6245 : 2001, with inclusion of these two new clauses. 


The composition of the Committee responsible for the formulation of this standard is given in Annex A. 


In reporting the results of a test or analysis made in accordance with this standard, if the final values, observed or 
calculated, is to be rounded off, it shall be done in accordance with IS 2 : 1960 “Rules for rounding off numerical 
values ( revised )’. 
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Indian Standard 


METHODS OF TEST FOR PETROLEUM 
AND ITS PRODUCTS 


PART 4/SECTION 1 DETERMINATION OF ASH 


( Fourth Revision ) 
1SCOFE IS No. Title 
1.1 This Indian Standard (Part 4/Sec 1) specifies a 1447 (Part 1) : 2021 Methods of sampling of 
method for the determination of the ash content of petroleum and its products: 
petroleum products, such as distillate and residual fuel Part 1 Manual sampling 


oils, gas turbine fuels, crude petroleum, lubricating 
oils, waxes and other petroleum products, in which any 
ash-forming constituents present are normally 
considered to be undesirable impurities or contaminants. 
Ash can result from oil-soluble or water-soluble 
metallic compounds or from extraneous solids, such as 
dirt and rust. 


1.2 The method is applicable to products having ash 
contents in the range 0.001 percent (m/m) to 0.180 
percent (m/m) but does not apply to products which 
contain ash-forming additives, including certain 
phosphorus compounds. The analysis of unused or 
used lubricating oils containing additives, used engine 
crankcase oils, lubricating oils containing lead, or 
certain non-hydrocarbon diesel fuels, can be determined 
using IS 1448 (Part 2/Sec 2), which includes a step to 
produce sulphated ash of higher melting point. 


NOTES 

1 The term “percent (m/m)” is used to represent the mass 
fraction of a material. 

2 With certain types of samples, the test results may not 
account quantitatively for all the metal compounds capable 
of forming an ash. Some unused lubricating oils and distillate 
fuel oils contain metal inorganic additives of low molecular 
mass (for example, sodium, potassium), where the metal oxide 
may sublime below the temperatures specified in this Indian 
Standard. 


2 REFERENCES 


The standards given below contain provisions which, 
through reference in this text, constitute provisions 
of this standard. At the time of publication, the 
editions indicated were valid. All standards are 
subject to revision, and parties to agreements based on 
this standard are encouraged to investigate the 
possibility of applying the most recent editions of these 
standards. 


(second revision) 


1448 (Part 4/Sec 2) Methods of test for petroleum 
: 2016 and its products: Part 4/Sec 2 
Ash from grease, sulphated 
ash and water soluble ash 
(third revision) 
537: 2011 Toluene — Specification 
(second revision) 
17315 (Part 1): Petroleum and related 
2019/ISO 4259-1 products — Precision of 


:2017 measurement methods and 
results: Part 1 Determination 
of precision data in relation to 


methods of test 
17315 (Part 2): 


2019/ISO 4259-2 
: 2017 


Petroleum and related 
products — Precision of 
measurement methods and 
results: Part 2 Interpretation 
and application of precision 
data in relation to methods of 


test 

ISO 3170 : 2004 Petroleum liquids — Manual 
sampling 

ISO 3171 : 1988 Petroleum liquids — 


Automatic pipeline sampling 


3 PRINCIPLE 


A test portion contained in a suitable vessel is ignited 
and allowed to burn until only ash and carbon remain. 
The carbonaceous residue is reduced to an ash by 
heating in a muffle furnace at 775 *C, allowed to cool 
and weighed. 


4 SIGNIFICANCE AND USE 


Knowledge of the amount of ash-forming material 
present in a product can provide information as to 
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whether or not the product is suitable for use in a given 
application. Ash can result from oil or water-soluble 
metallic compounds or from extraneous solids such as 
dirt and rust. 


5SAMPLING 


Unless otherwise specified, samples shall be obtained 
in accordance with the procedures described in 
IS 1447 (Part 1) or ISO 3170 or ISO 3171. Before 
transferring the portion of the sample to be ashed to 
the evaporating dish or crucible, take particular care to 
ensure that the portion taken is truly representative of 
the larger portion. Vigorous shaking may be necessary. 


6 SAMPLE PREPARATION 


6.1 General 


Before transferring the test portion to be ashed to the 
evaporating vessel (see 7.1), ensure that the sample in 
its container is homogeneous by one of the procedures 
described in 6.2 or 6.3. 


6.2 Mobile Samples 


Mix mobile samples to distribute particulate material, 
such as catalyst fines, rust or adventitious particulates, 
throughout the sample evenly. Increasing mixing 
intensity is used until visual homogeneity is observed. 
Mixing by manual or mechanical shaking for 10 min 
is the lowest intensity mixing procedure, followed by 
repeated and longer mixing times. When it is evident 
that repeated or lengthy shaking is not achieving 
homogeneity, use the mixer (see 7.5) for the minimum 
time to make the sample homogeneous. If the sample 
cannot be satisfactorily homogenized, discard and 
obtain a new sample. 


6.3 Viscous or Solid Samples 


Heat samples of viscous, semi-solid and solid materials 
at room temperature until they are sufficiently mobile 
to mix by the procedures given in 6.2 (see Note). Take 
great care if the heating required is likely to be above 
90 °C, as any water in the sample may boil causing 
spattering or foaming. Wear appropriate safety goggles 
and gloves. Use an oven or hot-water bath to heat the 
sample container containing the sample. As a first 
mixing procedure, stirring with a rod that reaches the 
bottom of the container is the lowest intensity first 
mixing step. 

NOTE — A minimum temperature of approximately 5 °C 

above the pour point of the material is normally required 

to achieve adequate mobility for mixing. 


7 APPARATUS 


7.1 Evaporating Vessel 


A dish or crucible of capacity 50 ml to 150 ml, made of 
platinum, silica or porcelain. 


NOTE — Alumina vessels may be used where appropriate. The 
use of vessels that are not made of platinum may contaminate 
the ash. 


7.2 Muffle Furnace 


An electric furnace capable of maintaining a 
temperature of 775 + 25 °C. A furnace with manual 
temperature control and suitable apertures at the front 
and rear to permit a slow natural draught of air, or a 
programmable furnace controlling both temperature 
and air flow, is suitable. 


7.3 Cooling Vessel 

A closed vessel of adequate capacity, without a 
desiccating agent. 

7.4 Analytical Balance 

Capable of weighing to the nearest 0.1 mg. 


7.5 Mixer/Mechanical Shaker 
Of non-aerating, high-speed shear type. 


7.6 Burner 


A Meeker or Bunsen gas burner, or an equivalent. 
8 MATERIALS AND REAGENTS 
8.1 Propan-2-ol — Minimum purity 99 percent. 


8.2 Toluene — Conforming to the requirements of 
IS 537 or ISO 5272, grade B. 


8.3 Filter Paper — Ash less. 


8.4 Quality Control Samples 


Quality control samples preferably are portions of one 
or more liquid petroleum materials that are stable and 
representative of the samples of interest. These quality 
control samples can be used to check the validity of the 
testing process. 


9 PROCEDURE 


9.1 Select an evaporating vessel (see 7.1) of sufficient 
capacity to accommodate the test portion size according 
to the expected ash content (see 9.3). 


9.2 Heat the evaporating vessel (see 7.1) in the muffle 
furnace (see 7.2) at 700 °C to 800 °C for at least 10 min. 
Allow to cool to room temperature in the cooling vessel 
(see 7.3), and weigh to the nearest 0.1 mg. Repeat 
the heating and weighing operations until the results 
of consecutive weighings do not differ by more than 
0.5 mg. 


Perform all weighings of the evaporating vessel as soon 
as it has cooled to ambient temperature in the cooling 
vessel, or at a constant time interval after removal from 
the furnace. 


9.3 Select the size of the test portion, up to a maximum 
of 100 g, from Table 1, to yield up to 20 mg of ash. 
Weigh the test portion into the evaporation vessel. For 
the test portion masses which require more than one 
firing of the vessel in order to achieve sufficient ash 
for measurement, obtain the mass from the difference 
between the initial and final masses, to the nearest 
0.1 mg, ofa suitable container containing homogenized 
sample. 


Table 1 Test Portion Mass 
( Clause 9.3 ) 


SINo. Expected Ash Test Portion Mass of Ash 
Percent Mass 

(m/m) g mg 

0) (2) 6) (4) 

i) 0.18 11 20 

ii) 0.10 20 20 

iii) 0.05 40 20 

iv) 0.04 50 20 

v) 0.02 100 20 

vi) 0.01 100 10 
vii) 0.001 100 1 


9.4 Heat the evaporating vessel and test portion in a 
well ventilated fume hood until the contents can be 
ignited with a flame applied externally near to the 
surface of the liquid. If a platinum vessel is used, do 
not allow it to come into contact with the reducing part 
of the gas flame, as a loss in mass will occur. Maintain a 
temperature such that the test portion continues to burn 
at a uniform and moderate rate, leaving only ash and 
carbon when the burning ceases. 


9.5 Do not leave burning samples unattended. If the 
test portion contains sufficient moisture to cause 
foaming or spattering and loss of material, discontinue 
the test. To a second test portion, add 1 ml to 2 ml of 
propan-2-ol (see 8.1) before heating. If this is still not 
satisfactory, to a third test portion add 10 ml of an 
equi-volume mixture of toluene (see 8.2) and 
propan-2-ol (see 8.1) and mix thoroughly. Place several 
strips of filter paper (see 8.3) in the mixture and heat. 
When the paper begins to burn, the greater part of 
water would have been removed. Alternatively, add 
the toluene/propan-2-ol mixture to the test portion in 
2 ml to 3 ml increments, heating between additions 
until the water has been removed. 


9.6 Some samples will require extra heating after the 
burning has ceased to reduce the residue to carbon 
and ash only. This occurs when heavy samples, such 
as residual fuels, form crust over unburnt material. 
Break the crust with a glass rod, and return any material 
adhering to the rod to the evaporating vessel by wiping 
with a strip of filter paper (see 8.3). Add the filter paper 
to the crucible. Continue burning the test portion until 
only carbon and ash remain. 
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9.7 The operator shall exercise considerable care 
if the heavier material in the evaporating vessel 
exhibits a tendency to foam. Neither the test portion 
nor the evaporating vessel shall be heated to a red-hot 
appearance, nor shall the flame reach a height greater 
than the rim of the dish. Both of these actions lead to 
superheating of the test portion residue and significant 
loss of ash. 


9.8 Heat the residue in the muffle furnace 
(see 7.2) at 775425 °C until carbonaceous material 
has disappeared. Allow the evaporating vessel to cool 
to ambient temperature in the cooling vessel (see 7.3), 
and weigh to the nearest 0.1 mg. 


9.9 Reheat the evaporating vessel at 775+25 °C for 
20 min to 30 min, allow to cool in the cooling vessel to 
ambient temperature, and weigh to the nearest 0.1 mg. 
Repeat the heating and weighing operations until the 
results of consecutive weighings do not differ by more 
than 0.5 mg. 


10 CALCULATION 


Calculate the ash content, A, as a percentage by mass of 
the test portion, using the following equation. 
m 
A=— x100 
My 
where 
m, = mass of the ash, in g; and 


1 


m = mass of the test portion, in g. 


11 EXPRESSION OF RESULTS 


Report the results as follows, percent (m/m): 


Test Specimen Mass 
9.00 to 39.99 g 
40.00 g or more 


Report 


3 decimal places 


3 to 4 decimal places 


12 QUALITY CONTROL 


Confirm the performance of the instrument or the 
test procedure by analyzing a quality control sample. 
When Quality Control (QC)Quality Assurance 
(QA) protocols are already established in the testing 
laboratory, these may be used to confirm the reliability 
of the test result. 


In the absence of explicit requirements given in the 
test method, the frequency of QC testing is dependent 
on the criticality of the quality being measured, the 
demonstrated stability of the testing process, and 
customer requirements. 


Generally, a QC sample is analyzed each testing day 
with routine samples. The QC frequency should be 
increased if a large number of samples are routinely 
analyzed. However, when it is demonstrated that the 
testing is under statistical control, the QC testing 
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frequency may be reduced. The QC sample precision 
should be checked against the Test method precision to 
ensure data quality. 


It is recommended that, if possible, the type of 
QC sample that is regularly tested be representative 
of the material routinely analyzed. An ample supply 
of QC sample material should be available for the 
intended period of use, and must be homogenous and 
stable under the anticipated storage conditions. 


13 PRECISION 


13.1 The precision, as determined by statistical 
examination in accordance with ISO 4259 of 
interlaboratory test results, is given in 13.2 and 13.3. 


13.2 Repeatability 


The difference between two test results obtained by the 
same operator with the same apparatus under constant 
operating conditions on identical test material would, 
in the long run, in the normal and correct operation of 
the test method, exceed the values given in Table 2 in 
only one case in twenty. 


13.3 Reproducibility 


The difference between two single and independent 
test results obtained by different operators working in 


different laboratories on identical test material would, 
in the long run, in the normal and correct operation of 
the test method, exceed the values given in Table 2 in 
only one case in twenty. 

Table 2 Precision Values 


( Clause 13.3 ) 


SINo. Ash Content Repeatability | Reproducibility, 
percent (m/m) percent (m/m) percent (m/m) 
1) (2) (3) (4) 
i) 0.001 to 0.079 0.003 0.005 
ii) 0.080 to 0.180 0.007 0.024 


14 TEST REPORT 
The test report shall contain at least the following 
information: 

a) a reference to this standard; 


b) the type and complete identification ofthe product 
tested; 


c) the result of the test (see 10); 


d) any deviation, by agreement or otherwise, from 
the procedure specified; and 


e) the date of the test. 
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